HIGH COUNTRY

LED Indicator
panel

¢ Red - No Power / Service Required
¢ Yellow - Warm up / Low O2

Yellow light will remain illuminated for the first
couple of minutes of operation.

¢ Green - Normal Oxygen

Flow Adjustment

o Setting of 2 if single cannula is attached.
e Setting of 4 if using a splitter and two cannulas.

Cannula |
Attachment . L Power Button

* Push cannula or tubing
onto green adapter.




